A verified report of spurious programming: a case study.
A case of unintentional misprogramming is described in which a DDDR pacemaker, programmed to the VVIR mode, reverted to the originally programmed parameters and mode. The misprogramming requires that a particular sequence of steps be followed and has been verified by the manufacturer. This misprogramming may be clinically significant and can be reproduced in an entire family of current pacemakers based on the same software platform.